ACTGAUGE

HANDHELD VACUUM METER
XG-110

QUICK START
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Install batteries, press power button
and verify that the display lights up
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Connect the octal end of the sensor
cable to the vacuum sensor
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Plumb the thermocouple gauge into
your vacuum system
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Verify that the readings make sense
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